CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
= 001226 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department @m ™
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: [2/29/0¢ Call_0.08% AC Cal2 p 084  AC

Date: (/A0 /05 Call _0.079  AC Cal2 @.077 AC

Date: A Call AA AC Cal2 VA AC

Between the dates of IR1A9 /04 and /2L /05
the instrument was working properly and accurately.

The mstrument was out of service for repair from .4

to N

Irene Doran

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this 9 day of

Fehruae., 20065,
QFFICIAL SEAL =4
KATHY A. KINNEY

ST NOTARY PUBLIC-ARIZO

5. PIMA COUNTY 5 D Bimmnie,

Notary Public

*Includes documents specified in A.A.C. R3-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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TUCSON POLICE DEPARTMENT

CRIME LABORATORY

INTOXILLYZER SERVICE RECORD

bl

[ e [/ /o5

Incoxilyzer Seral Number: (Y~ NIDI & (#&:} 1
QAS: Oicer Jerry Oharm AREISE 76 Q' -0
QASperemit # K TEF 7 Initsod

Problem Descnorion:

Vear sctrne  d0es not guformatically updafe .
‘ J

| If the instrument is taken our of service, complete the following:

Date our of service A /A4

Calibration Check completed prior to removal from service:

0 Yes Date: _ O No “

| SQAP completed prior to removal from service:

O Yes Doate: 0 No

Date returned to service: A//4

Correcuive Action Taken or Repairs:
Z;"Qm side panel and rotaf yrar dial (unik) 7 5 ‘




Pursuant o section 281327, Arizona Revised
Statules, this document 15 a certified duplicate of
the infirmation contained in computer stomge
devices af the Tucson Police Depurtment.
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ARTZOMA DEPABRTMEMT OF HEALTH SERVICE

e

[¥5]

STANDARD QOUALLITY ASSURANCE PROCE 31JR*Sf—?u\
INTOXKILYEER MODEL 5000%*

AGENCY  Tucson Police QA SPECIALIST ) e Doy Y23/

{Brint Name)
INTOXILYZER SERIAL & (o~ 00/ 27(¢ [??LE:) LOCATION PDUT @
DATE infjuf’.‘r'f";; Dl Y Q2005 TIME _ [0F()

~h A
Wi Display reads “READY TO START"™ or “PUSH ‘BUTTON TO START
TRET W
DIACNMOQSTIC TESTS K 2
BVM Tast check: Setting should be begtween .200 &nd .

.B00. Mode selecticn switch 52 on, 51 and 53 off or
keyboard menu selecticn “H". Reading is 3 Eggf .

[P Display Test check. Mode selection switch 51 on and 52
and 53 off or keyvboard menu salactisn ™V".

v Printer Test check. Mode selection switch 51, 52, 53
off or keyvboard menu selsction “B*.

pf’ Clock time check. Mode seslection switch 510 on oz
kKeyboard menu salactiaon ™EY.

L Date check. Mode sslacrion switch 511 on or keyboard
menu selection “E”.

OPERATIONAL TESTS

v Alcochol free subject Test result 0. 000 AC
o Error recognition logic system functicning

S o Invalid test printed
V/’ Proper sample recognition system

Invalid sample printed
Deficient sample printed
ML Completeness of sample purge with cnlle:t{cn Lube+**
1? 7 Calibration standarcd 0. OFD

Results: 0.0FF 4 + (. Qf?z?-,t{-t /
0

Instrument operating properly and zccurately.

COMMENTS :

SIGNATURE m ,(g—m,m
~~

0. W/A alcohol concentration standard collected for subssquent
analysig.*~*

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD
**THEIS STEP IS ONLYT REQUIRERD IF THIS DEVICE IS BEING OSED FOR
SAMPLE CRPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to ssetion 28-1327, Arizona Revised Stanmes, this document is a ceri fed duplicates of the information contained in computer
storage devices of the Tucson Police Depariment.
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Pursuant to section 28-1327, Arizona Revised Stafutes, this docurnent is a corti Bed duplicate of the information contained in computer

storage devices of the Tucson Police Department
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Pursuant to section 28-1327, Arizona Revised Stanntes, this document is & certi fed duplicare of the infermation contained in computer
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Pursuant to section 28-1327, Arzona Revised Stanmes, this document is 2 certified duplicate of the information contained in computer
stomge devices of the Tucson Police Department
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e
EXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED a8y
ACRLC. R9-14-4041A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE @\N

Agency Tucson Police Department Date _.’j;igr/ﬁé'_ Time /030
Intoxilyzer Serial & @¥-0N/2I76 [/#_r:g') Location AW/ T H@
QA Specialist rff,r-ﬁ';r( ,D,r_jr“g?)’? %33;"

(Printc Name) -

[ u/? 1. Pour a standard alcoheol solution of known value into: a
clean dry simulator jar and assemble the simulator.
Insure that a4 tight seal has been made:
Standard wvalude: 0.1 EC

{ ) 2. Turn on the simulator and allow the temperature to
reach 349 . 290

{ ufa 3. Set Intoxilyzer mode seslection in the ACA mads by
switching mode selsction switch %9 gn ar selarting ™EY
on keyhoard menu;

{ Jf] 4. BAttach simulator to the simulator entrance port on the

Intoxilyzar.
{u’ﬂ/ 5. Intoxilyzer 5000 display reads “READY TO START" or
“PUSH BUTTON".
{w/uf 6. Push Start Test button or press enter on kevboard.
(v /L1 7. Insert card in response to display.
{(vLLf B. Air blank completed.
(L4 9. cCalibration chéck completed.

Test results 0.0%7F « A O FF AC
(U"‘/] . Air Blank completed.
(VT

When display reads Test Complete remove evidence card.
Attach the card to the complated checklist.

{ v/] L2. Return mode selection switch $#9 to off position aft
all calibration checks are complets or type Q and e

on keyboard.

SIGNATURE %,&7«,&# /(9%’»\
T

*WITH OR WITHOUT VAPOR RECIRCULATION ANMD WITE OR WITHOUT EEYEOARD

i
il 5

DHS/DSLS5/Form Cl1l6 (Rev. 7-%3)

Pursuant ta $ection 28-1327, Arfzona Revised Statues, this document is a certdfied duplicate of the information contained in computer
starage devices of the Tucson Police Deparunant,
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Pursuant to section 281327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer

storage devicss of the Tucson Police Depariment.




